[Comparison of the radioimmunological and immunoenzymatic methods in detection of HBsAg].
We have compared the solid-phase radioimmunoassay(SPRIA) with a solid-phase enzyme-immunoassay (EIA) in the detection of hepatitis B surface antigen (HBsAg). 708 sera from blood donors and 500 sera from patients with various diseases (acute and chronic hepatitis, chronic renal failure in hemodialytic treatment) were tested for HBsAg with both methods. 208 sera (17,2%) were found to be positive in SPRIA and 209 sera (17,3%) in EIA. Two HBsAg positive sera were tested in dilution series with both methods, too. The results show that the sensitivity and specificity of the EIA compare very favourably with those of the SPRIA.